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Abstract: We present a fast-scanning Fourier transform spectrometer (FTS) in combination with
high-repetition-rate mid-infrared supercontinuum sources, covering a wavelength range of 2–10.5
µm. We demonstrate the performance of the spectrometer for trace gas detection and compare
various detection methods: baseband detection with a single photodetector, baseband balanced
detection, and synchronous demodulation at the repetition rate of the supercontinuum source.
The FTS uses off-the-shelf optical components and provides a minimum spectral resolution of
750 MHz. It achieves a noise equivalent absorption sensitivity of ∼10−6 cm−1 Hz−1/2 per spectral
element, by using a 31.2 m multipass absorption cell.
© 2021 Optical Society of America under the terms of the OSA Open Access Publishing Agreement
1. Introduction
Fourier transform spectroscopy is a widely used and a well-established method. For decades, it has
been the golden standard for chemical detection and characterization of solid, liquid and gas-phase
samples. It can provide a broad spectral bandwidth and high spectral resolution, especially in
the mid-infrared (MIR) molecular fingerprint region. However, it is traditionally provided with
incoherent thermal light sources, which are omnidirectional and have low spectral brightness.
Therefore, achieving a long interaction length in gas-phase samples is quite a challenge. In
addition, long averaging times are needed to obtain a spectrum with a high resolution and high
signal-to-noise ratio (SNR).
Newly developed ultra-broadband MIR supercontinuum (SC) light sources show a strong
potential to replace the thermal light sources in Fourier Transform Spectrometers (FTSs). SC
sources are spatially coherent and have the potential to cover a wider spectral wavelength range
than thermal sources. They provide a very high spectral brightness, much higher than thermal
sources and even exceeding the brilliance of a synchrotron [1–5]. Furthermore, they have the
potential to deliver ultra-flat broadband spectra [6], which is highly desirable for Fourier transform
spectroscopy to achieve a uniform detection sensitivity over their spectral coverage. Historically,
the main drawback of SC sources has been their high Relative Intensity Noise (RIN), due to noise
amplification in the nonlinear broadening process [7,8]. Recently, low-noise near-infrared (NIR)
SC sources have been demonstrated using all-normal dispersion photonic crystal fibers [9] and
recent advancements in cascading-based MIR SC sources provide reduced RIN noise, due to
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gain-induced soliton alignment in the in-amplifier SC used as a seed [10]. The technology of
MIR SC sources with sub-nanosecond pulse durations and MHz repetition rates has now become
sufficiently mature to be used in various applications, such as Optical Coherence Tomography
(OCT), spectroscopy, and microscopy [11–14]. The MHz repetition rate can be utilized in
synchronous demodulation, to overcome the 1/f noise in the system [15]. In combination with an
FTS, the high repetition rate yields a fast demodulation process in the detection system, allowing
the FTS to keep a fast scanning speed.
Over the past decade, mechanical FTSs in combination with MIR Optical Frequency Comb
(OFC) sources (which are both spatially and temporally coherent) have also shown great
improvements in the best achievable detection sensitivity, measurement time, spectral coverage
and spectral resolution [16–20]. However, direct broadband MIR OFC sources, covering
instantaneously the MIR molecular fingerprint region, are not available yet. Presently, broadband
MIR OFC generation is based on nonlinear frequency conversion of NIR OFC sources, employing
Difference Frequency Generation (DFG) [21] or Optical Parametric Oscillation (OPO) [22].
Direct MIR OFCs based on Quantum Cascade Lasers (QCLs) and Interband Cascade Lasers
(ICLs) demonstrate a promising potential, especially in dual-comb spectroscopy [23,24], however
their instantaneous spectral coverage is still quite limited. Despite the superior performance of
the nonlinear-conversion-based MIR OFC sources combined with FTSs, their complexity of
operation, instantaneous wavelength coverage, and price prevents users to consider them as a
better substitute for incoherent sources.
The advancements in NIR/MIR SC sources make them a viable alternative to replace incoherent
sources in commercial FTS systems, especially for gas-phase applications [25]. This transition
seems inevitable, considering the foreseen improvements in the properties of MIR SC sources:
ultra-flat broadband spectra, high spectral brightness, low RIN, low price, and small size
[2]. Recently, the combination of high-repetition-rate NIR/MIR SC sources with commercial
FTS devices has been demonstrated utilizing various detection systems; such as synchronous
demodulation [26], photoacoustics [27], and lock-in amplification [28]. However, the commercial
FTSs are optimized for use with thermal light sources and usually require some modifications
and adjustments to operate properly with pulsed SC sources [12,28].
Here we present a cost-effective, home-built FTS, using only off-the-shelf optical components,
especially developed to work with ultra-broadband and high-repetition-rate MIR SC sources.
The FTS operates in the 1–12 µm wavelength region (due to the employed photodetectors it
is limited to 2–11 µm), with a minimum spectral resolution of 750 MHz, which is adequate
for pressure-broadened gas-phase spectroscopy. To evaluate the performance of the developed
FTS for trace gas detection, we employed a multipass cell (MPC) to increase the light-matter
interaction path length. Note that, high-finesse resonance cavities can provide much longer
effective interaction lengths compared to MPCs. However, high-finesse cavities only have a
long effective path length in a limited wavelength range, due to the limited high-reflection
bandwidth of the mirror coatings. This considerably restricts the useful wavelength coverage
of the spectrometer for high sensitive detection. The high optical power of the novel MIR SC
sources makes it possible to employ MPCs with long interaction path lengths and still measure
an interferogram with high SNR.
Here, we present the first demonstration of trace gas detection with a long-wavelength MIR SC
source whose spectrum extends beyond 5 µm. We demonstrate the performance of the system
for three different cases: (I) using a single photodetector operating in the baseband, (II) using
synchronous demodulation of the photodetector output referenced to the SC repetition rate, and
(III) utilizing a balanced detection scheme in the baseband. Note that the overall performance
of a similar spectrometer based on a short-wavelength MIR supercontinuum source, using a
balanced detection scheme in the baseband has been already shown in our previous work [29].
Here, we focus on the technical details of the developed spectrometer, e.g. optical layout and
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signal processing, as well as the comparison of different detection systems. We also demonstrate
and study the performance of the spectrometer using a long-wavelength MIR supercontinuum
source.
2. Experimental setup and procedures
The experimental setup is illustrated in Fig. 1(a), including a top view of the FTS. Two different
SC sources were used with the developed FTS. The first SC source is commercially available
from NKT Photonics (SuperK MIR). It has a repetition rate of 2.5 MHz, a spectral coverage of
1.4–4.1 µm, and a total average power of ∼450 mW. The second SC source has been developed
by DTU Fotonik. It is based on an Erbium:Ytterbium (Er:Yb) master oscillator power amplifier
(MOPA) followed by a cascade of different fibers comprising pieces of Thulium (Tm) doped,
ZBLAN, Arsenic trisulfide (As2S3), and Arsenic triselenide (As2Se3) fibers [30]. This SC source
has a spectral coverage of 1.5–10.5 µm, a total average power of ∼86 mW, a pulse duration
of ∼0.5 ns, and a repetition rate of 3.0 MHz. In both cases, the SC beam (depicted in green)
is transmitted through a Herriott MPC (HC30L, Thorlabs) with a nominal optical path length
of 31.2 m, which contains the gas sample. The MPC is connected to a gas handling system,
including flow/pressure controllers, capable of changing the gas flow in the range of 0 to 50 lh−1
and the pressure from 5 mbar to 1 bar.
Fig. 1. (a) The experimental setup (top view of the FTS). SC: supercontinuum source, He-Ne:
Helium-Neon laser, MPC: multipass cell, M: mirror, BS: beamsplitter, RR: retroreflector,
TS: translation stage, LiA: lock-in amplifier. (b) The beam pattern on the surface of the
beamsplitter. The two bottom beams are the insertion beams and the two top beams are the
reflected beams from the retroreflectors. (c) The propagation pattern of the He-Ne laser
beam in the FTS. BB: beam blocker.
The output beam of the MPC is sent to the FTS, which is based on a Michelson interferometer.
The beamsplitter (BS, BSW711, Thorlabs) in the FTS splits the insertion beam into the two arms.
In each arm, the SC beam is directed towards a hollow retroreflector mirror (RR, HRR201-P01,
Thorlabs), using MIR enhanced protected gold mirrors (M, PF10-03-M02, Thorlabs). The
propagation direction of the SC beam is shown in Fig. 1(a) using red arrows for the right arm
and blue arrows for the left arm of the Michelson interferometer. The two retroreflectors are
used back-to-back in the two arms to reflect the SC beam parallel to the insertion beam, but with
a horizontal and vertical offset. To clarify this, Fig. 1(b) demonstrates the position of the SC
beams on the surface of the beam splitter. The bottom right green spot is the insertion beam
and the top left green spot is the superposition of the reflected beams from the retroreflectors
of the two arms. Therefore, the reflected SC beams from the two arms are recombined on
the beam splitter and construct two pairs of beams transmitted through and reflected from the
beamsplitter. Each pair is sent to a thermoelectrically cooled MCT photodetector to record the
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two (out-of-phase) interference patterns. We used PVI-4TE-4 photovoltaic detectors (Detectivity
2.0×1011 cm.Hz1/2/W, Cut-off frequency 5 MHz, Vigo Systems) for the shorter wavelength SC
source (from NKT Photonics), and PVI-4TE-10.6 photovoltaic detectors (Detectivity 4.5×109
cm.Hz1/2/W, Cut-off frequency 5 MHz, Vigo Systems) for the longer wavelength SC source
(from DTU Fotonik). The rest of the components in the spectrometer were the same for the two
SC sources.
The two back-to-back retroreflectors are mounted on a 10 cm linear-motor translation stage
(TS, DDSM100, Thorlabs), thus the optical path difference (OPD) in the FTS is four times the
physical travelling distance of the translation stage. By precise positioning of the mirrors after
the beam splitter, the zero OPD of the FTS is adjusted to the center of the translation stage.
Therefore, for a full 10 cm scan range of the translation stage, the maximum OPD of the FTS is
40 cm (OPD=±20 cm), which can provide a spectral resolution of 1/40= 0.025 cm−1 or 750
MHz. Note that the spectral resolution is defined by the spacing of the consecutive points in
the spectrum and no apodization function was utilized. By scanning the translation stage, the
interference pattern (interferogram) of each pair of SC beams is recorded by the corresponding
photodetector (PD1 and PD2). To demonstrate the performance of the MIR SC-based FTS,
we record the interferogram in three different detection schemes: (I) directly from one of the
photodetectors in the baseband, (II) by demodulating the output of one of the photodetectors
using a fast digital lock-in amplifier (Moku:Lab, Liquid Instruments) referenced to the repetition
rate of the SC source, and (III) using balanced detection in the baseband and removing the
common intensity noise by a differential amplifier (SR560, Stanford Research Systems) in the
output of the two photodetectors. The result of each scheme is digitized by an analog-to-digital
converter (ADC, NI 6251, National Instruments) and sent to a LabVIEW program developed for
signal processing, data visualization, and recording.
The OPD of the FTS needs to be calibrated before performing a Fourier transformation on
the SC interferogram. The calibration is performed by recording the interference pattern from a
Helium-Neon (He-Ne, HNL050LB, Thorlabs) laser, whose beam (depicted in red) is propagating
in parallel with the SC beam in the FTS. For clarity, the propagation direction of the He-Ne laser
beam is shown in Fig. 1(c) using red dash-arrows for the right arm and blue dash-arrows for the
left arm of the Michelson interferometer. The positions of the He-Ne laser beams on the surface
of the beam splitter are illustrated in Fig. 1(b). The bottom left red spot is the insertion beam
and the top right red spot is the superposition of the reflected beams from the retroreflectors of
the two arms. The reflected He-Ne laser beams from the two arms are recombined on the beam
splitter, and construct two pairs of beams transmitted through and reflected from the beamsplitter.
One pair of beams is directed to a Si amplified photodetector (PD3, PDA8A2, Thorlabs) to record
the interference pattern of the He-Ne laser beam; the other pair is dumped on a beam-blocker
(BB). The obtained interferogram of the He-Ne laser beam is digitized by the ADC and sent to
the LabVIEW program for OPD calibration of the SC interferogram.
The linear-motor translation stage can be operated up to 500 mm/s velocity; however, in
different detection schemes, two distinct parameters limit the maximum velocity of the translation
stage in practice. In single-detector and balanced detection schemes (I and III), the limiting
factor is the maximum sample rate of the analog-to-digital converter (ADC). In order to properly
detect the interferogram of the He-Ne laser beam that is suitable for OPD calibration, at least four
data-points are needed per period of the interference pattern. Therefore, the maximum sample
rate of the ADC sets the speed limit on the linear stage to ensure that four points per period
can be recorded. Since the maximum detected frequency in the interferogram of the MIR SC
is at least ∼4 times lower than the He-Ne interferogram, no further precautions are needed for
the SC interferogram, concerning the velocity of the translation stage. For recording the two
interferograms simultaneously, the maximum sampling frequency of the ADC is 0.6 MS/s which
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renders a maximum velocity of 20 mm/s for the translation stage. By choosing a fast ADC, this
additional constraint would be removed.
Using the lock-in detection scheme (II) forces another limit to the velocity of the translation
stage, which is the time constant (inverse of the filter bandwidth) of the lock-in amplifier.
Generally, a trade-off between the SNR and the measurement time exists for any lock-in detection.
In this implementation of the lock-in amplification with the FTS, the time constant of the lock-in
amplifier should be much shorter (e.g. by ∼10 times) than the shortest period in the MIR SC
interferogram. In other words, the filter bandwidth of the lock-in amplifier should be broad
enough (i.e. the time constant should be adequately short), to keep the measured SC interferogram
undistorted. Empirically, we found that a lock-in time constant of ∼80 µs (i.e. averaging 200
to 260 pulses of the shorter/longer-wavelength SC sources) would yield a residual intensity
modulation lower than the total detection noise level. Therefore, by considering an 80 µs time
constant and dictating the shortest period in the MIR SC interferogram to be much higher than
this time, a maximum velocity of ∼20 mm/s for the translation stage is obtained in the case
of the lock-in detection scheme. Note that in the lock-in detection scheme, in addition to the
maximum sampling frequency of the ADC, a second limiting factor is the repetition rate of
the SC source, since a lower repetition rate requires a longer time constant to achieve a similar
residual intensity modulation, rendering a lower maximum velocity of the translation stage. One
can alternatively lock-in to higher harmonics of the repetition rate of the SC source; however,
higher harmonics will render a weaker modulated signal to start with. In addition, a broader
electrical bandwidth in the detection system will be needed, which increases the total detection
noise. We chose a maximum velocity of 20 mm/s for the lock-in detection, since it also matches
the maximum velocity in the baseband detection schemes and simplifies the comparisons for
detection sensitivity.
3. Calibration of the optical path difference
In all of the different detection schemes, both interferograms of the SC and the He-Ne laser are
recorded by the ADC. The ADC is internally clocked and its data sampling is asynchronous
with respect to the He-Ne laser interferogram. In a real-time data processing routine, we first
remove the DC offset of the two interferograms, then use a linear interpolation to find the exact
positions of the zero crossings in the quasi-sinusoidal interferogram of the He-Ne laser. Finally,
we find the intensities of the SC interferogram at these particular positions by another linear
interpolation on the SC interferogram. The entire process can be seen as a resampling of the
SC interferogram at the zero crossing positions of the He-Ne interferogram. Therefore, the
OPD in the SC interferogram is calibrated up to the wavelength stability of the He-Ne laser,
and independent of the velocity fluctuations of the translation stage. By pre-measuring the
wavelength of the He-Ne laser, the OPD step size is a well-known parameter. Therefore, Fourier
transformation of the OPD-calibrated SC interferogram yields the MIR spectrum in terms of
a calibrated wavenumber domain. More sophisticated OPD calibration and signal processing
routines for FTS combined with an SC source can be found in literature [31], which provide
much better precision and accuracy needed for low-pressure gas-phase precision spectroscopy.
Our current signal processing routine provides a sufficient precision for our application of trace
gas detection at atmospheric pressure, without introducing unnecessary complications.
To clarify the OPD calibration routine, Fig. 2 demonstrates the performance of the calibration
process on two simulated sine waves, representing the He-Ne laser interferogram (star markers
in blue) and the MIR SC interferogram (cross markers in red), after removing the DC offset.
The two simulated interferograms experience a frequency decrease (exaggerated for clarity) to
mimic a velocity drop in the mechanical stage of the FTS. The algorithm finds the zero-crossings
of the He-Ne laser interferogram (circular markers in green) by linear interpolation. Then,
it linearly interpolates the SC interferogram (circular markers in black) at the zero-crossing
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positions of the He-Ne laser interferogram. Now considering the interpolated SC interferogram
in the zero-crossing domain, it is calibrated with an optical path difference step size equal to the
zero-crossing intervals.
Fig. 2. A demonstration of the optical path difference calibration routine applied to two
simulated sine waves with changing frequency, representing the He-Ne laser and MIR SC
interferograms. (a) The simulated He-Ne laser interferogram (star markers in blue) and the
SC interferogram (cross markers in red), both experiencing a frequency decrease modeling a
velocity drop in the mechanical stage of the FTS, along with the zero-crossing points of the
He-Ne interferogram (circular markers in green) calculated by linear interpolation. All of the
curves are in the sample number (time) domain. (b) The simulated SC interferogram (cross
markers in red) along with the (linearly) interpolated SC interferogram (circular markers
in black) at the zero-crossing positions of the He-Ne interferogram in the sample number
(time) domain. (c) The same interpolated SC interferogram at the zero-crossing positions of
the He-Ne interferogram (circular markers in black) in the zero-crossing (calibrated OPD)
domain. The regular periodicity in the OPD domain, demonstrates the cancellation of
velocity fluctuations of the linear stage.
A more conventional OPD calibration method can be performed by synchronizing the data
acquisition of the MIR SC interferogram to the zero crossings of the He-Ne interference. In other
words, the ADC might be externally and directly clocked by the zero crossings of the He-Ne
interferogram. Considering the fluctuations in the velocity of the translation stage and also the
acceleration/deceleration process close to the two ends of the stage (in case these spans are
considered in the data acquisition), an ADC with a high dynamic range of direct external clock
frequency would be needed. In addition, by recording the He-Ne interferogram and performing
the OPD calibration in the signal processing routine, it is possible to resample the MIR SC
interferogram at any interpolated intervals between the zero crossings of the He-Ne interferogram.
This is especially useful if the reference cw laser is changed from a He-Ne laser to a more compact
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and stable cw NIR laser, or when a short-wavelength spectral coverage in the visible range is
needed. In this case, one can further interpolate between the zero crossings of the reference laser
interferogram to achieve a desirable OPD step size with respect to the shortest wavelength in
the measured spectrum. Note that using an ADC with an internal clock and a data acquisition
process triggered by an external event is not a proper choice. The reason is the variable (and
usually not well-known) latency between the zero crossings of the He-Ne interferogram (external
trigger) and the next internal clock cycle of ADC, in which the MIR SC interferogram is sampled.
This variable latency degrades the precision of the OPD calibration yielding less precise and
even distorted MIR spectra.
4. Results
We measured the intensity spectrum of the short- and long-wavelength SC sources, using the
developed FTS, with a spectral resolution of 8 GHz. The results are shown in Fig. 3. The visible
absorption lines, especially apparent in the spectrum of the long-wavelength SC source, are due
to the presence of atmospheric water vapor in the beam path from the SC source to the detector(s)
of the FTS. Therefore, it is crucial to purge the beam-path in the FTS spectrometer with Nitrogen
to minimize the spectral interference by water absorption lines onto the measured spectra, while
using the long-wavelength SC source. Note that the wavelength coverage for both SC sources
is slightly wider than the demonstrated spectra in Fig. 3. For the short-wavelength SC source,
we used a Germanium window (WG91050-C9, Thorlabs) in the beam path, with ∼2 µm cut-on
wavelength, to prevent the photodetector(s) from saturation due to the residual pump power.
For the long-wavelength SC source, the limiting factor is the cut-off wavelength of the utilized
photodetectors. The actual spectral coverage is 1.4–4.1 µm for the short-wavelength source and
1.5–10.5 µm for the long-wavelength source, as mentioned earlier.
Although most of the spectral power lies in the 3.4–4.0 µm region for the short-wavelength
source and the 5.0–7.9 µm region for the long-wavelength source, it is possible to perform
spectroscopy in the other wavelength ranges with high SNR values, thanks to the high average
power of the SC sources and the sensitive photodetectors. Using optical bandpass filters, one
can select a desired wavelength range, covering the absorption spectrum of a specific gas or
combination of gases, and block undesired wavelength ranges from reaching the photodetector(s).
This is a common practice used with FT-IR spectrometers, which prevents intensity saturation of
the photodetector by an undesired part of the MIR spectrum and, as a result, provides a spectrum
with a higher SNR for the desired wavelength range.
4.1. Short-wavelength supercontinuum source
To compare the performance of different detection schemes, we used the short-wavelength SC
source (from NKT Photonics) and measured the spectrum of a gas mixture containing 25.0(7)
ppm of Ethyl acetate (C4H8O2) and 5.0(1) ppm of Ethane (C2H6), diluted in N2 at atmospheric
pressure. This gas mixture was produced from two calibrated gas bottles of 100 ppm Ethane
in N2 and 100 ppm Ethyl acetate in N2 both further diluted in pure N2, using three mass flow
controllers (EL-FLOW Prestige FG-201CV, Bronkhorst) with mass flows of 5 lh−1 for Ethyl
acetate, 1 lh−1 for Ethane, and 14 lh−1 for N2. The gas mixture was connected to the inlet of
the MPC and the total pressure in the MPC was set at atmospheric pressure using a pressure
controller (EL-PRESS P-702CV, Bronkhorst) and a vacuum pump connected in series in the
outlet of the MPC. We also measured the background spectrum in pure N2 at atmospheric
pressure and normalized the transmission spectrum of the sample gas to the background spectra.
The absorbance (αL) spectrum of the sample was calculated by applying a natural logarithm to
the normalized spectrum. We used an optical bandpass filter (FB3250-500, Thorlabs, 500 nm
transmission band centered at 3.25 µm) in the beam path after the MPC to limit the spectrum
to the absorption band of the gases. The measurement results using the three aforementioned
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Fig. 3. The spectra (in linear intensity scale) of (a) the short-wavelength SC source and (b)
the long-wavelength SC source with spectral resolution of 8 GHz. The absorption lines in
the two spectra are due to the atmospheric water vapor present in the beam path from the SC
source to the detector(s) of the FTS.
detection methods are shown in Fig. 4. The measured spectra (3 GHz spectral resolution, 500
averages in ∼15 minutes) are shown in black. We used the PNNL database [32] for calculating
the model spectra of Ethyl acetate (in blue, inverted) and Ethane (in red, inverted) and the
combined model spectra (in green, inverted). In addition to the model spectra, we used a 3rd
order polynomial in the fitting routine to remove the slowly varying baseline from the measured
spectra. The fitting routine is based on a standard least square method with the concentration of
different species as the fitting parameters [16]. The retrieved concentrations from the fit for the
three detection methods are 24(2) ppmv Ethyl acetate and 5.2(8) ppmv Ethane using a single
detector in baseband (detection method I) shown in Fig. 4(a), 25.3(7) ppmv Ethyl acetate and
4.9(3) ppmv Ethane using a single detector and a lock-in amplifier (detection method II) shown
in Fig. 4(b), and 25.6(3) ppmv Ethyl acetate and 4.8(1) ppmv Ethane using balanced detection
(detection method III) shown in Fig. 4(c). The error values are the standard deviation of the
concentrations retrieved from ten consecutive measurements.
The standard deviations of the noise in the featureless part of the residuals are σI = 0.091
for the baseband single-detector detection scheme, σII = 0.035 for the synchronous detection
scheme, and σIII = 0.0068 for the balanced detection scheme. Therefore, the SNR values of
the synchronous and balanced detection schemes are ∼2.6 and ∼13 times better than the SNR
of the baseband single-detector detection scheme, respectively. This comparison shows that,
although synchronous detection (referenced to the repetition rate of the SC source using a lock-in
amplifier) can increase the SNR in the spectrum, the best result is achieved from a baseband
balanced detection.
Using a lock-in amplifier can reduce the 1/f noise by performing the detection at a higher
frequency, as already shown in [28] for liquid-phase spectroscopy. However, the main component
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Fig. 4. Measured spectra (in black, 3 GHz spectral resolution, 500 averages in ∼15 minutes)
and fitted model spectra for a mixture of 5 ppmv of Ethane (in red, inverted) and 25 ppmv
of Ethyl acetate (in blue, inverted), both diluted in N2 at atmospheric pressure for three
different detection methods: (a) single detector in baseband, (b) synchronous detection using
a lock-in amplifier, and (c) balanced detection. Model spectra are calculated using PNNL
database and the combined model spectra are shown in green and inverted for clarity.
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of the SC noise is its pulse-to-pulse fluctuation. This fluctuation is directly mapped to the
down-converted signal of the lock-in amplifier, limiting the noise reduction factor of this method.
Note that synchronous detection accompanied with a balancing method [26] yields a much higher
SNR improvement, compared to synchronous detection using a single photodetector. Therefore,
a large portion of noise reduction can be attributed to the balanced detection method.
In balanced detection, the two interferograms received by the detectors are out-of-phase.
However, the intensity noise of the SC source is common on both of the detectors. By subtracting
the output voltage of the two detectors, the out-of-phase interferograms are added together, while
the common-mode noise on the two signals is effectively subtracted from each other. Therefore,
the SNR of the subtracted signal is improved drastically compared to the single detector scheme,
and it also has a better efficiency compared to the synchronous detection. The enhancement factor
of the balanced detection is highly dependent on the balancing quality of the two out-of-phase
interferograms before the subtraction (in the electrical domain), considering both the amplitude
and phase of the two electrical signals.
Since the best results are achieved using the balanced detection scheme, we used this detection
method for the measurements presented in the rest of this article. For all presented spectra, the
same spectral normalization method and fitting routine are used, as well as considering a 3rd
order polynomial to remove the baseline. For the gas species available in the HITRAN database
[33], we used this database (and a Voigt profile) to simulate the absorption model spectra for the
fits. For the species not available in the HITRAN database, we use the PNNL database [32] for
modeling. All measurements are performed at room temperature.
To evaluate the performance of the instrument at high spectral resolution, we measured the
spectrum of 5.0(1) ppmv of CH4 diluted in N2 at 900 mbar total pressure, with 1 GHz spectral
resolution around 3.2 µm, using the same optical bandpass filter (FB3250-500, Thorlabs) in the
NKT SC beam path. The measured spectrum is demonstrated in Fig. 5 (in black, 250 averages
in ∼25 minutes) alongside a fitted model of CH4 spectrum (in blue, inverted for clarity). The
model spectrum is calculated using the HITRAN database parameters and a Voigt profile. The
retrieved concentration from the fit is 4.98(6) ppmv. Figure 5(a) shows the full ro-vibrational
band of Methane, while Fig. 5(b) and Fig. 5(c) show enlargements to spectral features in Q and P
branches to demonstrate the quality of the measurement and the fitting routine. The residuals
are shown in the lower panels. The featureless residuals demonstrate the high precision of the
frequency calibration as well as the high quality of the fitting routine. The long-term stability
and the linearity of the FTS system, based on the short-wavelength MIR SC source (from NKT),
can be found in our previous work [29].
4.2. Long-wavelength supercontinuum source
To demonstrate the performance of the FTS combined with the long-wavelength SC source
(from DTU Fotonik), we measured a broadband spectrum of 25.0(7) ppmv of NO diluted in
N2 at atmospheric pressure with 1 GHz spectral resolution, around a center wavelength of 5.25
µm. In this measurement, we changed the balanced detectors to PVI-4TE-10.6 (Vigo Systems)
photovoltaic detectors, which are sensitive up to 10.6 µm, but have lower detectivity compare
to the PVI-4TE-4 (Vigo Systems) detectors that were used for the short-wavelength SC source.
No optical filter was used in this measurement. Note that for all of the measurements using
the long-wavelength source, the beam path and the box containing the FTS were purged with
nitrogen to minimize the spectral interference by water absorption lines with the measured
spectra. The measured spectrum is shown in Fig. 6 (in black, 2000 averages in ∼200 minutes)
alongside a fitted model of NO spectrum (in red, inverted for clarity) calculated using the
HITRAN database parameters and a Voigt profile. The retrieved concentration from the fit is
25.3(6) ppmv. Figure 6(a) shows the full ro-vibrational band of NO, while Fig. 6(b) shows an
enlargement to single absorption lines in the R branch, with the residuals in the lower panels.
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Fig. 5. (a) Measured spectrum (in black, 1 GHz spectral resolution, 250 averages in ∼25
minutes) of 5 ppmv of CH4 diluted in N2 at 900 mbar total pressure and a fit model spectrum
(in blue, inverted) based on the HITRAN database parameters and a Voigt profile. (b) and
(c) Enlargements to different parts of the spectrum. The residuals of the fits are shown in the
lower panels.
Again, the featureless residuals demonstrate the sufficient precision of the frequency calibration
as well as the high quality of the fitting routine.
Fig. 6. (a) Measured spectrum (in black, 1 GHz spectral resolution, 2000 averages in ∼200
minutes) of 25 ppmv of NO diluted in N2 at atmospheric pressure and a fit model spectrum
(in red, inverted) based on the HITRAN database parameters and a Voigt profile. (b) An
enlargement to single absorption lines in the R branch of NO. The residuals of the fits are
shown in the lower panels.
Since a long averaging time has been used for the NO measurement, the long-term stability
of the FTS needs to be verified. We used the normalized transmission spectra of the NO
measurement for different number of averages, ranging from 100 to 2000, and calculated the
standard deviation of the noise in the center of the spectrum (away from individual absorption
lines) for each averaged spectra. The results are shown in Fig. 7, where the standard deviation
of the noise for varying number of averages is depicted (blue circles), alongside a fitted square
root of number of averages (red dashed line) indicating the white noise behavior. The standard
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deviation of the noise follows the white noise response for 2000 averages and the residual of the
fit for the NO measurement (averaged for 2000 times) is featureless, as shown in Fig. 6. These
indicate that the measured intensity and the frequency calibration of the instrument are clearly
not affected by the long-term drifts at least up to 2000 averages (∼200 minutes).
Fig. 7. The standard deviation of the noise on the normalize transmission spectrum for
varying number of averages (blue circles) and a fitted square root of number of averages (red
dashed line) indicating the white noise behavior.
For longer wavelength operation, we measured the full ro-vibrational band of SO2, 30.0(9)
ppmv diluted in N2 at atmospheric pressure, around 7.4 µm with 3 GHz spectral resolution. In
this measurement, we used PVI-4TE-10.6 (Vigo Systems) photovoltaic detectors and an optical
long-pass filter, with a cut-on wavelength of 6.0 µm (Edmund Optics), in the beam path after
the MPC. The measured spectrum is shown in Fig. 8 (in black, 4000 averages in ∼130 minutes)
alongside a fitted model of SO2 spectrum (in red, inverted for clarity) calculated using the
HITRAN database parameters and a Voigt profile. The retrieved concentration from the fit is
29.4(8) ppmv and the residual is shown in the lower panel. The residual from the SO2 fit is rather
featureless. However, there are atmospheric water lines absorbing close to 100% in both the
sample and background spectra, despite the nitrogen purging. Due to the very strong absorption
and different water concentrations in the sample and background measurements, these water lines
remain in the normalized spectrum and consequently in the absorbance spectrum. These water
lines cannot be modeled perfectly due to their very strong absorption. We fitted a model of the
H2O spectrum (in blue, inverted for clarity) calculated using the HITRAN database parameters
and a Voigt profile alongside the SO2 model spectra. However, a typical W-shaped residual
remains at the position of the water lines. Note that since these water lines are quite scarce in the
measured spectrum they do not affect the precision of the SO2 fit.
4.3. Noise performance and detection limits
To compare the noise performance of the system using the short- and long-wavelength SC sources
as well as the two different detector types in the balanced detection scheme, we calculated the
standard deviation of the noise on the normalized background spectra of N2 (both measured with
1 GHz= 0.033 cm−1 spectral resolution), where the spectra have their highest SNR (with no
optical spectral filters) for the same number of averaged samples (250 in ∼25 minutes). Using the
short-wavelength SC source and PVI-4TE-4 detectors, this value is σ= 1.2×10−2, while for the
long-wavelength SC source and PVI-4TE-10.6 detectors, it is σ= 9.0×10−2. Therefore the noise
of the instrument using the long-wavelength SC source is ∼7.5 times larger than the noise using
the short-wavelength SC source. This is expected, since the long-wavelength SC source requires a
soliton-based spectrum out of the ZBLAN fiber to cascade into the subsequent chalcogenide fibers
[30,34,35]. In contrast, the short-wavelength SC source stops at the ZBLAN fiber, whose core
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Fig. 8. Measured spectrum (in black, 3 GHz spectral resolution, 4000 averages in ∼130
minutes) of 30 ppmv of SO2 diluted in N2 at atmospheric pressure and fit model spectra
of SO2 (in red, inverted) and H2O (in blue, inverted) both based on the HITRAN database
parameters and Voigt profiles. The residual of the fit is shown in the lower panel.
diameter can then be chosen for optimum use of dispersive waves and a low-noise performance
[35]. Using the retrieved standard deviation of the noise, the Noise Equivalent Absorption









where σ is the standard deviation of the noise in the baseline, L is the interaction path length
(31.2 m), T is the measurement time of a single averaged spectrum (25 minutes), and M is the
number of spectral elements (1500 cm−1 / 0.033 cm−1 ≈ 45000 for the short-wavelength SC
source and 3000 cm−1 / 0.033 cm−1 ≈ 90000 for the long-wavelength SC source) [36]. NEAS
value is 9.9×10−7 cm−1 Hz−1/2 per spectral element for the short-wavelength SC source and
detectors and 5.3×10−6 cm−1 Hz−1/2 per spectral element for the long-wavelength SC source
and detectors. Table 1 compares the spectral coverage, spectral resolution and NEAS of the
developed spectrometer(s) to the other broadband MIR spectroscopy systems. FTS systems based
on the frequency combs, and dual-comb spectroscopy based on nonlinear conversion of NIR
femtosecond fiber lasers, provide a better spectral resolution and NEAS; however, they are more
complicated, bulky, and expensive. Dual-comb spectrometers based on QCLs usually provide
a very narrow bandwidth and a coarse spectral resolution, but in a very small footprint with a
robust operation. FTIRs based on thermal sources can provide a rather good NEAS, however
usually with a very coarse spectral resolution. Their SNR decreases drastically for high resolution
measurements [37].
5. Conclusions and outlook
Novel mid-infrared (MIR) supercontinuum (SC) sources provide broad spectral coverage and
high optical power, within a spatially coherent beam. These features are very desirable for
multispecies trace gas detection, using a long optical interaction length in a multipass cell
and a Fourier transform spectrometer (FTS). We developed a compact and cost-effective FTS,
using off-the-shelf components, and verified its operation using two different MIR SC sources
covering different wavelength ranges from 1.4 µm to 10.5 µm. For the first time, to the best
of our knowledge, we demonstrated trace gas detection with a MIR SC source whose spectral
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range is beyond 5 µm. The ultra-broadband coverage of the instrument is extending deep into
the molecular fingerprint region, allowing detection of a considerable number of important gas
species. We applied three different detection schemes: using a single detector in baseband,
synchronous detection using a lock-in amplifier, and baseband balanced detection. The best
results were achieved using the balanced detection. We measured the absorbance spectra of
different species, using the short- and the long-wavelength SC sources to demonstrate the total
performance of the system. We also compared the performance of the two SC sources in terms
of the spectral noise and detection sensitivity. The FTS combined with MIR SC sources is
1–2 orders of magnitude more noisy than a similar FTS system combined with a MIR optical
frequency comb. However, the simplicity, compactness, reliability, and lower cost of the MIR SC
sources make them a viable alternative for real-life applications. Moreover, the rapid evolution in
MIR SC sources promises improved noise features in a near future. An auto-balanced detection
scheme would further increase the SNR of the measured spectra, by dynamically and precisely
balancing the output of the two photodetectors for the entire range of the optical path difference.
The FTS instrument can also be adopted for long-path, free-space multispecies detection, where
an ultra-broadband absorption spectrum in the 2–10.5 µm region can be retrieved simultaneously.
Table 1. Comparison of the developed spectrometer(s) to the other broadband MIR
spectroscopy systems.
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